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Patient Cardio- Cellular data - Review data

Messenger transmission Service Center

% |mmediate detection of acute arrhythmias and status changes for earlier intervention'
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Immediate detection (<24 h) of clinical events
Worldwide use with cellular devices

Convenient for patients: simple to set up and use
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Monitoring
Patients for review
All patients

New patient
Administration
Users

New user

Patient groups
New patient group

Transmitters

Option templates

Site tools

Home
What's new
User profile
Contact
Imprint
Help

Sign out

) Patient 11 / 110 (filtered) &
DOB 07-Jun-1942 '

] Evia DR-T / SN: 66005064

Status on 11-Apr-2010 11:03 Implantation: 26-Feb-2010

Save/print {(PDF)

Status Device settings Hoiter History Patient profile  Options

Summary Device Lead Bradycardia/CRT Atr. arrhythmia Ven. arrhythmia Physiologic. param. HF monitor

Last device message created on 31-Mar-2010 02:00:00

Since 23-Mar-2010 02:11:22
RA lead Mean values, ** Min values

Pacing impedance [ohm] ) 775

Pacing threshold [V] 7 s A 0.6

Last threshold measurement (ATT) 30-Mar-2010 02:00:32

Capture control status OK

Sensing amplitude (daily mean) [mV]

Sensing amplitude (daily min) [mV]

Lead check OK
BIPOLAR

BIPOLAR

Pacing polarity

Sensing polarity
RV lead

Pacing impedance [ohm]

Pacing threshold [V]

Last threshold measurement 30-Mar-2010 02:00:56

Capture control status OK

Sensing amplitude (daily mean) [mV]

Sensing amplitude (daily min) [mV]

Lead check OK
BIPOLAR

BIPOLAR

Pacing polarity

Sensing polarity




| Pacing impedance

Pacing impedance

® RA pacing impedance [ohm] ¢ RY pacing impedance [ohm]
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